A total consumption low sample introduction system has been applied for the first time to the multielemental analysis of non-diluted cerebrospinal fluids (CSF) by means of inductively coupled plasma mass spectrometry (ICP-MS). A 2.5 µL sample volume has been injected into an air carrier stream in agreement with the air-segmented injection principle. The sample plug has been turned out into an aerosol by means of a high efficiency nebulizer (HEN) and further introduced into the so-called high temperature torch integrated sample introduction system (hTISIS). A transient signal has been thus obtained. For spiked CSF real samples it has been verified that the higher the temperature, the greater the sensitivity. Under optimized conditions, the hTISIS provides peak areas around four times higher than those provided by the spectrometer default device (i.e., a double pass spray chamber). Additional advantages incorporated by the former system include limits of detection up to 6 times lower and narrower peaks as compared to those reported for the double pass spray chamber.
Introduction
Elemental analyses of clinical samples are of particular interest as they allow to determine the pathological conditions of patients. 1, 2 Consequently, clinical laboratories are required to determine an increasing number of elements in body fluids. 3, 4 Within this field, cerebrospinal fluid (CSF) is a sample of special relevance because the determination of trace elements in this fluid may provide information related with central nervous system (CNS) disorders. Acute brain affections such as stroke as well as chronic brain disorders such as Parkinson´s disease, Alzheimer´s disease and multiple sclerosis appear to cause changes in the concentration of trace elements in CSF. [5] [6] [7] [8] [9] [10] Basically, CSF is an excretion product of the choroid plexus of the CNS that fills the ventricles and the subarachnoid space of the brain and spinal column. [7] [8] [9] Table 1 lists the main components of CSF together with their approximate concentrations.
This body fluid plays an important role in the homeostasis and metabolism of the CNS, 10, 11 because it acts as a protection of brain structures against adverse effects of excess metal exposure and depletion of essential elements. 8 Additionally, CSF is directly connected to the extracellular space of the brain and facilitates molecular exchange. [7] [8] [9] Finally, this fluid protects the brain from physical shock. 7 The CSF composition is dependent upon extracellular fluids of brain and, hence, depends on changes of the elemental concentration in brain.
The determination of trace elements in CSF is a difficult task. On the one hand, sampling is normally performed by means of lumbar puncture and it is only permitted in cases of patients with confirmed neurological complaints. Therefore, the lack of real controls in terms of trace elements makes the detection of neurological disorders to 4 be a great challenge. On the other hand, the risk of contamination of CSF samples during sample collection, storage and treatment increases the sampling complexity. 8, 12 Trace elements have been determined in CSF through voltammetry 13 , atomic absorption spectrometry (AAS), 9, [14] [15] [16] [17] [18] [19] inductively coupled plasma optical emission spectrometry (ICP-OES) [20] [21] [22] [23] [24] and inductively coupled plasma mass spectrometry (ICP-MS). 5, 9, [21] [22] [23] [24] [25] [26] [27] [28] [29] [30] [31] [32] [33] The last technique is the most suitable to perform this kind of analysis, due to its multi-element capability, high sensitivity and wide dynamic range.
However, ICP-MS elemental analysis of this human CSF samples is complex because of several reasons: i) first the concentration of the trace elements of interest is typically very low; ii) second, no CRMs are available; 8 iii) third, ICP-MS is prone to suffer from spectral as well as non-spectral interferences caused by the CSF matrix, 10, 34 which may degrade accuracy. 12 Table 1 shows examples of possible spectral interferences when analysing CSF samples. 35 Fortunately, these unwanted phenomena can be minimized or even removed by using a reaction and/or collision cell in a quadrupole based ICP-MS instrument. 24, 28, 29, 36 Alternatively, interferences are overcome by sample dilution, which degrades the sensitivity. 20 In any case, it should be considered that the total CSF volume in adults is estimated to be about 100-150 mL. Therefore, a small portion of this body fluid must be collected in order to prevent severe headaches. It is thus compulsory to devise methods able to consume an amount of sample as low as possible. 10 In this sense, use of total sample consumption systems can be advantageous.
The so-called Torch Integrated Sample Introduction System working at high temperatures (hTISIS) consists of a micronebulizer associated to a low inner volume (c.a., 9 cm 3 ) single pass spray chamber. 37, 38 The hTISIS is perfectly indicated to work at low liquid flow rates and under air-segmented flow injection mode. [39] [40] [41] The latter injection methodology shows several advantages, such as a low sample consumption volume, an increased sensitivity and shortened wash-out times, with respect to continuous sample aspiration mode. This injection mode has been recently combined with the hTISIS for whole blood analysis via ICP-MS. 42 By introducing just 2 -5 µL of properly diluted sample into the air carrier stream, sensitivities provided by the hTISIS were up to four times higher than those afforded by a conventional liquid sample introduction setup. More importantly, since for the hTISIS the analyte transport efficiency became 100% regardless of the sample matrix, the interferences associated to the sample introduction system were removed thus making it possible to perform calibration with plain water standards.
The aim of the present study was thus to perform, for the first time, nondiluted CSF analysis through hTISIS-ICP-MS. To achieve this goal, the chamber temperature was optimized for spiked real samples. The results were compared against those provided by a double pass spray chamber. Due to the lack of certified materials, CSF samples from human subjects were spiked and recoveries were measured. Further validation studies were undertaken and the trace elements concentrations found by applying two different quantification methodologies (i.e., single standard addition and external calibration with plain water standards) were compared using the two sample introduction systems tested in the present work. In the former case, only two solutions were analyzed: a standard corresponding to the spiked sample and the sample itself. The developed method was finally applied to the analysis of CSF real samples. 7 
Experimental

Chemicals and samples
Standards and samples were prepared in 1% nitric acid (HNO 3 65% Suprapur®, Merck, Darmstadt, Germany) whereas ultra-pure water was obtained from a Milli-Q system (Merck).
EPA Method 200.8-1 stock solutions (High-Purity Standards, Charleston, USA), containing 10 µg element mL -1 were used to prepare the standards. Besides, a single element stock solution containing 1000 mg Ce L -1 (Merck) was used to perform studies related with oxide production and double charge ratios.
Samples from human donors were provided by the Hospital Universitario Miguel Servet, Zaragoza and the principles outlined in the declaration of Helsinki for all human investigations were followed. In addition, informed consent was obtained from all the participants involved.
In order to perform the sampling procedure, lumbar punctures were done with the patients in a lateral recumbent knee flexed to chest position. The total extracted fluid volume per patient ranged between 2 and 4 mL. Blood polluted spinal punctures were excluded from the study. The CSF samples were frozen at -30°C and protected from light exposure until analysis. Non-diluted samples were directly analyzed.
Instrumentation
An Agilent 7700x ICP-MS (Santa Clara, USA) equipped with a 12 MHz octopole ORS cell was used throughout. This instrument is equipped with a High Matrix Introduction 8 (HMI) accessory that increases the tolerance to salty matrices. Hamburg, Germany), were injected into the air stream by adapting the nozzle to the flared end tubing. The solution was driven towards the nebulizer, thus giving rise to a transient signal.
Results and discussion
In order to mitigate interferences, CFS samples are usually diluted before their analysis via ICP-MS. 4, 8, [20] [21] [22] [23] [24] [25] [26] [27] [28] [29] [30] [31] [32] The dilution factor goes from 1:4 to 1:50, depending on the element to be quantified. According to some studies, a CFS digestion should be performed in order to decompose the organic CSF concomitants. 27, 32 Obviously, these procedures lead to a degradation in the detection power of the methodology. In the present work, non-diluted samples were directly analyzed. Interestingly, no salty deposits were observed on the ICP-MS interface sampling cone. The main reasons to account for this observation were based on the facts that a small sample volume was injected into the system and the spectrometer used was equipped with an aerosol phase dilution device (i.e., the so-called High Matrix Introduction, HMI). This accessory involves the decrease in the nebulizer gas flow rate and the introduction of an additional argon stream at the exit of the spray chamber so as to keep the total central gas flow rate at a suitable level. The use of the HMI stream caused the aerosol plug gas phase dilution at the exit of the chamber. Therefore, the mass of matrix reaching the plasma per unit of time decreased.
Optimization of the chamber temperature and comparison of the hTISIS with the double pass spray chamber
In the case of the hTISIS, the aerosol heating temperature was a critical variable affecting the sensitivity of the CSF determination. Fig. 1 shows the variation of peak area, for a spiked CSF sample, versus the hTISIS temperature. For the sake of simplicity, the peak areas were normalized to those obtained when the conventional sample introduction system was operated. It was clearly noticed that, the higher the temperature, the stronger the relative peak area. This was due to the increase in the extent of aerosol evaporation inside the hTISIS chamber with the concomitant growth in analyte transport efficiency. At 400°C, the sensitivity either reached a plateau or slightly decreased thus suggesting that the analyte transport efficiency was close to 100% at 200°C. For Se, As, Sb, Tl and Pb, the peak area was lower at 400°C than at
200°C. This fact could be attributed to a greater dispersion of ions in the plasma thus leading to a decrease in the sampling efficiency. According to this idea, a fraction of Se, As, Sb, Tl and Pb would evaporate inside the hTISIS. This explanation was supported by the fact that either these elements or their oxides had lower melting and/or boiling points than the remaining analytes (or their oxides). As it was observed for blood 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 samples, 42 average peak areas found for the hTISIS were around four times higher than those measured for the double pass spray chamber.
In these studies, it was confirmed that the hTISIS working at 200°C provided narrower peaks than the conventional spray chamber (Fig. 2) . In fact, wash out times defined as the time required for the signal to drop down to 1% of its maximum value were about 30 and 9 seconds for the double pass spray chamber and the hTISIS, respectively. The reasons that can explain these differences are: (i) the inner volume of the hTISIS (i.e., 9 cm 3 ) was roughly one order of magnitude lower than that for the double pass spray chamber (i.e., 110 cm 3 ); and, (ii) because the totality of the solution evaporated inside the spray chamber, no re-nebulization processes were produced from the chamber inner walls.
Validation of the proposed methodology
It was verified that the hTISIS did not compromise the repeatability of the results. Signal stability was evaluated by calculating the peak area RSD of five consecutive sample injections (Fig. 3) . RSD average values for all elements were 9.0 ± 1.4 for the double pass spray chamber and 6.7 ± 2.4 for the hTISIS at 200°C. An ANOVA test was applied to both RSD datasets and the results revealed that there were statistically significant differences for the two sample introduction systems and the fourteen isotopes considered (t cal = 3.11; t tab = 2.08; α = 0.05). The data suggested that the hTISIS provided RSDs values similar to or lower than those calculated for the reference spray chamber. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 Limits of detection were calculated according to the 3s b criterion, where s b was the standard deviation of a series of five consecutive blank injections. Meanwhile, quantification limits were calculated according to the 10s b criterion. In both cases, sensitivity was obtained as the average peak area of a 10 µg L -1 standard divided by its concentration. Table 3 summarizes the results. It was observed that the hTISIS working at 200°C provided LODs of approximately 1 µg L -1 or lower (except for Se), without the concourse of any collision or reaction gas, which are up to 6 times lower than those provided by the double pass spray chamber.
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Oxides and doubly charged ions
As expected, the oxide ratio increased with the hTISIS temperature because of the rise in the mass of solvent vapor reaching the plasma (Fig. 4) . Nevertheless, the oxide levels remained low. It was found that this parameter ranged from 0.6 to 1.1 % as the hTISIS temperature was increased from room temperature to 400°C. Note that the oxide ratio for the double pass spray chamber took a value close to 0.5%. Globally speaking, these results ensured a low contribution of these species to spectral interferences.
When considering doubly charged ions (Fig. 4 ) similar Ce ++ /Ce + ratios were found for the double pass spray chamber and hTISIS at different temperatures. In other words, the plasma was not thermally degraded when employing the latter sample introduction system. The main reason for this observation lied in the extremely low sample volume analyzed.
Non-spectral interferences
In order to evaluate the extent of the matrix effects CSF direct analyses were carried out. The elemental concentrations were obtained by two calibration methods: (i) external calibration using plain water standards; and, (ii) single standard addition, which is supposed to compensate for non-spectral interferences. In the case of the latter method, the sample was spiked with a 20 µg L -1 multielemental concentration whereas the non-spiked sample was taken as the blank. The analytical (C a ) concentration was determined by applying the following mathematical relationship:
where S a and S s corresponded to the signal provided by the non-spiked and the spiked sample, respectively, and C s was the added analyte concentration (i.e., 20 µg L -1 ).
Afterwards, a concentrations ratio (C R ) was calculated according to:
In the case of the double pass spray chamber ( Fig. 5.a) , it was found that, for a set of five CSF real samples, the concentration resulting from applying the single standard addition procedure was 2.5 to 5 times lower than that encountered when quantification was done using external calibration (i.e., C R from 0.4 to 0.2).
Surprisingly, in the case of copper, C R was close to 1. It was later verified that copper was highly sensitive to changes in the matrix composition. Most important, for the hTISIS (Fig. 5.b) , the ratios for all elements were generally close to one. This fact suggested that matrix effects were alleviated when using the total sample consumption system 13 Due to the lack of certified CSF reference materials (CRMs), recovery tests were performed with both sample introduction systems. Therefore, CSF real samples were spiked with 20 µg L -1 multielemental solution to evaluate the extent of matrix effects.
The resulting solutions were analyzed by applying external calibration with ultra-pure water standards. The recoveries are summarized in Fig. 6 . It is interesting to notice that the appearance of matrix effects and high LOQs (see Table 3 ) could be the main reasons to account for the high recoveries found when the double pass spray chamber was used (Fig. 6a) . However, recoveries close to 100% were obtained when the hTISIS was operated at 200°C (Fig. 6b) . These results confirmed that non spectral interferences caused by complex matrices were minimized when using this total sample consumption device.
Analysis of real samples
The elemental concentrations found for five samples by using the two calibration methods are gathered in Table 4 A set of additional 6 samples were directly analyzed using the hTISIS (Table 5 ).
The data were obtained by applying both external calibration and single standard 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 addition (data not shown). An aqueous standard was analysed every ten samples to verify the absence of signal drift. Again, concentrations were similar for both calibration approaches. By examining the data presented in Tables 4 and 5 , it emerged that significant differences were found among samples when considering elements having a demonstrated influence in neurological process. 5 Thus, for instance, samples F, G and I (Table 5 ) had significantly lower contents of Mn than the remaining specimens (see Tables 4 and 5 ). Moreover, copper in samples I and K was present at much higher levels than for the remaining CSF samples. Samples J and K, in turn, were significantly enriched in cadmium and lead (Table 5 ). All these observations can be highly significant in the context of a clinical and deeper study aimed at the establishment of correlations between the elemental content and the incidence of neurological disorders.
Conclusions
The hTISIS in combination with an air segmented methodology is highly indicated to perform accurate CSF elemental analysis via ICP-MS. Compared with a conventional sample introduction system, the main advantages of the hTISIS are: (i) an increase in sensitivity and a decrease in limits of detection, caused by a combination of an increased analyte transport efficiency and a decreased peak dispersion in the chamber;
and, (ii) a virtual removal of matrix effects, likely due to the increase in analyte transport efficiency up to values close to 100%, regardless of the sample composition.
Taking into account the methods previously described in the literature, additional 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 advantages are reported in the present work such as a remarkable decrease in the amount of sample required to perform the analysis. In addition, as the sample should be neither diluted nor digested, the precision of the method was very good. According to our estimations, it is possible to perform 120 -150 analysis h -1 with no salt deposits formation at the sampler cone of the ICP-MS interface.
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